An editable rounded leaf offset (RLO) 
I. INTRODUCTION
Multileaf collimation (MLC) is standard in all modern linear accelerators used to treat patients. (1) (2) (3) (4) (5) The importance of rigorous quality assurance, especially with respect to the MLC and its impact on intensity-modulated radiation therapy (IMRT) delivery, has been emphasized in the literature. (6) (7) (8) As well as quality assurance, the proper modeling of these MLCs in the treatment planning computer is vital to delivering the correct dose to the patient. The Philips Pinnacle 3 (Philips Medical Systems, Andover, MA) treatment planning software includes default rounded leaf offset (RLO) tables for various vendor's linear accelerators. The RLO table gives the user flexibility in defining the calculated leaf edge. For example, the values would be different depending on whether you calibrate the machine's MLC leaves based on a light field calibration or a dosimetric calibration. Although Philips provides a default table, they do not give the user guidance in how the RLO table may be adjusted to optimize the calculated results with the user's specific machine model. The ideal RLO table values will depend on the user's specific Pinnacle machine model parameters. Nonoptimized RLOs can result in disagreement between the Pinnacle treatment plan and the delivered treatment. This is especially seen in IMRT treatments having a large number of segments with very small areas and low weighting per segment. This paper will show a method of obtaining a user-defined RLO table. The method is based on calculation by the Pinnacle 3 treatment planning software and thus is dependent upon the Pinnacle machine's specific modeling parameters. The method is directly applicable if the user defines the MLC leaf position according to the 50% of open-field intensity at isocenter (dosimetric-based MLC calibration). If the user defines the MLC leaf position according the light field at isocenter (light field-based MLC calibration), the method is still applicable using conversion data between the dosimetric and light field calibration values. Such data will be provided for an 80-leaf Elekta MLC (Elekta Corportation, Stokholm, Sweden). A Picket Fence type test will be used to show that the user-defined RLO table better matches measured data  than the default table. From version 7.4, the Pinnacle treatment planning software has supported the modeling of rounded MLC leaf ends. (9) The graph of the default table in the Pinnacle software for the Elekta 80-leaf MLC is shown in the blue curve of Fig. 1 . For Pinnacle version 9.2, there is only one RLO table for all photon energies of a given machine, and only one table for both sets of leaves. For each leaf position as displayed in Pinnacle, the leaf position for the dose calculation is actually the displayed value plus the value for that position in the RLO table. A positive RLO value moves the leaf towards the opposing leaf bank, a negative value away from the opposing leaf bank. For example, looking at the blue curve of Fig. 1 , if the displayed value in Pinnacle of a given leaf is 10.00 cm, the leaf will be moved away from the Y1 leaves by about 2.2 mm (as projected at the plane of isocenter) before the dose is calculated. As can be seen in the default table (Fig. 1 ), all rounded leaf offsets for the Elekta 80-leaf MLC are less than or equal to 0, which means the leaves are always moved away from the opposing leaf bank before the dose is calculated. 
II. MATERIALS AND METHODS
A 6 MV beam was defined in Pinnacle as shown in the beam's eye view in Fig. 2 . This beam was for an Elekta Synergy 80-leaf MLC machine. The side view of this beam is shown in Fig. 3 . The beam is normally incident on a water phantom cube whose side measures 40 cm. The SSD was set to 98 cm. A planar dose was calculated in the plane containing the isocenter at a depth of 2.0 cm. This planar-dose plane is shown in Fig. 3 as the black horizontal line in the water. The planar dose had a resolution of 0.5 mm and its lateral dimensions were large enough to encompass the open part of the field. The backup jaws were also shifted to the right to always maintain a distance of 2.0 cm behind the Y1 and Y2 leaves. The planar dose was again computed and the profile extracted, as with the first beam. As in the first beam, the calculated left and right field boarder values as defined by the 50% intensity were recorded. Thirteen more beams were calculated in this way, each time shifting the Y1 and Y2 leaves and backup jaws to the right in 2 cm increments. This resulted in 15 Y2 and Y1 calculated field edges at the values corresponding the Pinnacle displayed leaf positions of 18, 16, 14, 12, 10, 8, 6, 4, 2, 0, -2, -4, -6, -8, and -10 cm. It must be remembered that all of these calculated field-edge values were calculated using the default Pinnacle RLO table for an 80-leaf Elekta MLC. The difference between the calculated field-edge value and the Pinnacle displayed leaf value for a given position (say Y1 = 16.0) is the amount by which the default RLO table must be adjusted at that position. This is assuming that a dosimetric calibration of the MLC leaves is being used, as was the case with the author (dosimetric calibration was performed using Elekta software and verified using measurements in a water tank). If one is not using a dosimetric-based calibration but a light-based one, the above method is still applicable by utilizing conversion data between these two calibration methods. The following steps were used to measure these conversion data for an Elekta Synergy 80-leaf MLC.
1. The MLC leaves were calibrated on the linear accelerator using a dosimetric-based calibration. This was performed with the 6 MV energy. The machine was adjusted until the difference between the displayed leaf position and the radiation-defined field edge was less than 0.3 mm for leaf positions from -10 cm through 18 cm. 2. Graph paper was placed on the treatment table with the table top at isocenter. The crosshairs of the field were aligned with the axes of the graph paper. It was ensured before conducting this experiment that the crosshairs had a run-out of less than 0.5 mm. The light field of the field shown in Fig. 3 was projected onto the paper. In this field, Y2 = 18 cm and Y1 = -10 cm, and both the Y1 and Y2 field edges are completely defined by the MLC leaves. It could be seen that the light field edge for both the Y1 and Y2 side were not aligned at -10 cm and 18 cm, respectively, as expected. 3. For the Elekta Synergy linear accelerator, the leaves cannot be moved by entering values directly in mm or cm. One must adjust a value referred to as "Y1 cal offset" or "Y2 cal offset" for the Y1 or Y2 leaves, respectively. These offset values are unit-less potentiometer values. Adjusting the Y1 cal offset value moves all the Y1 leaves by the same amount (the entire Y1 leaf bank moves) and the same holds for the Y2 cal offset and the Y2 leaves. With the graph paper in place, these values were adjusted for each leaf bank until it could be seen that the light field edge aligned with Y2 = 18 cm and Y1 = -10 cm, as shown in Fig. 4 . The changes in Y1 and Y2 cal offset values for each leaf position were then converted to changes in distance in mm. 4. The data from Step 3 were plotted as a function of displayed leaf position. A linear least squares fit was performed on the data, and the slope and y-intercept were recorded.
A Picket Fence type test (Fig. 5 ) was used to test the accuracy of the modified RLO table. A field similar to that shown in Fig. 2 was used, except that the distance between the Y1 and Y2 leaf tips was 2.2 cm instead of 8.0 cm as in Fig. 3 . The X1 jaw was set to 20.0 cm and the X2 jaw to 2.0 cm. This produced a field 2.2 cm wide and 22.0 cm in height. The left and right field edges were defined by the MLC leaves with the backup jaws at 2.0 cm behind the leaves. Setting Y2 = 12.1 cm and Y1 = -9.9 cm, a film was exposed (GAFCHROMIC film, International Specialty Products, Wayne, NJ) producing a strip. The field was then shifted to the right by 2.0 cm so that the first field overlapped the second by 2 mm. This produced a dark, Picket Fence "post" at the overlap. The field was again shifted to the right to produce another 2 mm overlap and the film exposed. This continued until Y2 = -9.9 cm and Y1 = 12.1 cm. The final result was a film with 11 "posts." The Picket Fence test was repeated to produce another film, this time using a strip gap of 3 mm. Pinnacle planar doses using both the default RLO table and the modified one were calculated with the same field geometry used for the Picket Fence test on the Elekta Synergy. Planar doses were calculated for both the 2 and 3 mm overlaps.
III. RESULTS & DISCUSSION
Referring to Fig. 4 , it can be seen immediately that, although the Y2 leaves defining the left edge of the field were set to 18.0 cm, the Pinnacle-calculated left field border as defined by the 50% intensity is greater than 18.0 cm. Likewise, although the Y1 leaves defining the right edge of the field were set to -10.0 cm, the Pinnacle-calculated right field boarder lay slightly to the right of the Y1 = -10.0 line of Fig. 4 . The Pinnacle-calculated left field-edge value for this beam had a value of 18.4682 cm. This value is shown at the bottom of the second column of Table 1 . The Pinnacle calculated right field-edge value was -9.9065 and is shown at the top of the third column of Table 1 . This profile analysis was completed for the other 14 fields and the results are shown in the second and third columns of Table 1 . The shift necessary to the Y2 leaf at Y = 18 cm will then be 18.4682 -18 = 0.4682 and this will be added to the default RLO table value at Y = 18 which is -0.7198 (see bottom of column 4 in Table 1 ). The modified Y2 value for Y = 18 is then -0.7198 + 0.4682 = -0.2516 and is shown at the bottom of column 5. The modified Y1 value for Y = 18 is -0.2262 as seen at the bottom of column 5. Since Pinnacle does not allow a separate RLO table for each of the Y1 and Y2 leaf banks, the average was taken: (-0.2516 + -0.2262)/2 = -0.2398. The same procedure was followed for each of the other 14 rows of Table 1 , resulting in the last column which is the final modified RLO table. These data are shown graphed as the green line of Fig. 1 . Table 1 . Results of the 15 beams using the default RLO table for the Elekta 80-leaf MLC. The last column on the right shows the data plotted in green in Fig. 1 To check the consistency of this modified RLO table, the procedure described in the Methods section was again followed except, this time, an RLO table was used having a value of 0 for each leaf position. All 15 profiles were calculated and processed as described. The data for these 15 profiles are shown in Table 2 . The RLO table with zero for each leaf position is seen in column 4 of Table 2 . The calculated field edges in columns 2 and 3, as expected, were found to be different from those of Table 1. The modified RLO table, shown in the last column of  Table 2 , is shown graphed as the red line in Fig. 1 and can be seen to be statistically the same as the green curve, proving that the two methods yield the same result, as expected.
A modified RLO table using the average of the values of the last column of Tables 1 and 2 (the average of the red and green curves of Fig. 1 ) was created in Pinnacle and the same procedure described in the Methods section was followed to generate 15 beams with 15 profiles. The data were processed as before, obtaining data like those in columns 2 and 3 of Table 2 . In this case, the difference between the Pinnacle-calculated field edge and the displayed leaf position (column 1 of Table 2 ) was less than 0.1 mm for each of the 15 leaf positions from -10 to 18 cm, showing that the modified Pinnacle RLO table produced the correct results.
To show that the modified RLO table more accurately modeled the actual measured data, a Picket Fence type test was performed, as described in the Methods section. The measured data from film were compared with the Pinnacle-calculated values and are shown in Fig. 6 for the 3 mm gap and Fig. 7 for the 2 mm gap. In both cases, it can be seem that the modified RLO table better modeled the delivered dose. Table 2 . Results of the 15 beams using a RLO value of 0 for all positions. The last column on the right shows the data plotted in red in Fig. 1 A. Light field-based calibration As described in the Methods section, conversion data were found between a dosimetric-based and light field-based calibration for the 80-leaf Elekta Synergy. The conversion data are found as the fitted line in Fig. 8 . These linear data were then combined with the modified RLO table shown as either the red or green curve of Fig. 1 to produce the purple curve of Fig. 1 . The MLC leaves could then be calibrated using the light field and then, using the purple curve of Fig. 1 as the RLO table, obtain the same correct results as described above for the dosimetric based calibration.
IV. CONCLUSIONS
A method based on calculated dose profiles was developed to obtain machine-specific rounded leaf offsets in the Pinnacle 3 treatment planning software. The method works directly if the user utilizes a dosimetric MLC leaf calibration, but can also work with a light field-based calibration if the user implements the light field conversion method described in the Methods section. A Picket Fence test using both 2 and 3 mm gaps showed that the modified RLO tables better modeled the radiation field than the vendor supplied default tables. It must be emphasized that the specific modified RLO data presented in this paper (see the red, green, and purple curves of Fig. 1 ) for the Elekta 80-leaf MLC apply strictly only to the unique machine model used by the author. Readers should use the method described in the Methods section to determine their own model-specific RLO curves and are, therefore, discouraged from simply using the modified RLO data presented in the Results section.
